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Solvent polarity plays an important role in electrospray ionization-mass spectrometry (ESI-
MS), one of the most widely used analytical methods for biochemistry. To have a comprehen-
sive understanding of how solvent polarity affects ESI-MS measurements, we systematically
investigated the polarity change in the ESI plume formed from an ethanol solution using
laser-induced fluorescence (LIF) spectroscopy. Two solvatochromic dyes (i.e., dyes whose
fluorescence emission is sensitive to solvent polarity), Nile red and DCM (4-dicyanomethylene-2-
methyl-6-p-dimethylaminostyryl-4H-pyran), were used as probes. The peak emission wave-
lengths of these two dyes exhibited significant red shifts (8–12 nm) when the measuring spot
was moved away from the spray tip and in radial direction in the plume, indicating a dramatic
polarity change during shrinking of the droplets. The emission intensities were also measured
with a polarity-insensitive dye as a reference. The results are consistent with the peak
wavelength measurements. Two key mechanisms responsible for the change of solvent
polarity in the plume were considered, water entrainment from the surrounding air and
solvent evaporation. Furthermore, quantitative analysis of the solvent polarity change was
performed by using the Lippert-Mataga polarity parameter f. The value of f reached
0.305–0.307 at the periphery of the ESI plume, which means that the solvent polarity in the
smaller droplet is close to that of a mixture of 30% water and 70% ethanol (f  0.307), even
though the bulk solvent was ethanol containing less than 1% water as an impurity. (J Am Soc
Mass Spectrom 2010, 21, 378–385) © 2010 American Society for Mass SpectrometryElectrospray ionization-mass spectrometry (ESI-MS) is widely used in many important fields, e.g.,biochemistry, the food industry, and pharmacy,
and is still under fast development. Despite its huge
success, only relatively few fundamental studies on the
mechanism of ESI have been undertaken: the different
modes of the electrospray [1, 2], partitioning effects in
sprayed droplets [3–5], size, charge, and mass changes
of the droplets during solvent evaporation [6–11],
chemical equilibria in the electrospray process [12–14],
and ion formation from the droplets [15–20] have been
studied. However, more fundamental studies are still
needed to make ESI-MS a totally reliable method for
wider applications.
In this work, we focus on one fundamental aspect of
the ESI process, the solvent polarity in the ESI plume.
As one of the most basic physical properties, solvent
polarity controls the rates of chemical reactions [21, 22]
and chemical equilibria [23, 24] in solution, which have
been widely studied by ESI-based techniques [25–27].
Especially, solvent polarity can have significant effects
on biomolecules. For example, the charge state of bi-
omolecules in ESI mass spectra can vary with solvent
polarity [28, 29]. The solvent polarity also influences
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doi:10.1016/j.jasms.2009.10.022protein conformation [30], the stability of enzymes [31],
and the structural characteristics of lipid bilayers [32].
Therefore, if the solvent polarity in the ESI plume
changes, it will influence the chemical properties of
analytes, and the final ion distribution in ESI mass
spectra may no longer represent the analytes originally
present in the bulk solution.
Despite its importance, there is very little literature
concerned with the study of solvent polarity in electro-
spray plumes. In the interesting work by Zhou and
Cook, the change of solvent composition in the electro-
spray plume was studied using a solvatochromic dye,
Nile red (C20H18N2O2), in acetone/water and acetone/
ethylene glycol binary solvent mixtures using laser-
induced fluorescence (LIF) [33]. They observed that the
peak wavelength of Nile red exhibited a red shift along
the spray axis and in radial direction, and attributed this
phenomenon to the evaporation of the more volatile
solvent component during the shrinking of the ESI drop-
lets. The shift in the peak emission wavelength was used
to derive the acetone content of the ESI spray plume at any
given position. Their work indirectly indicates that the
solvent polarity changes in the ESI plume.
Inspired by their work, we used two solvatochromic
dyes, Nile red and DCM, to systematically and quanti-
tatively study the solvent polarity in the ESI plume by
LIF. The aim of our work was somewhat different than
that in Zhou and Cook’s publication: we mainly inves-
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379J Am Soc Mass Spectrom 2010, 21, 378–385 SOLVENT POLARITY IN AN ESI PLUMEtigated whether the solvent polarity change is the key
reason causing variations in the fluorescence emission
behavior in the ESI plume, and we investigated the
possible mechanisms responsible for the solvent polar-
ity change in detail. A single solvent, ethanol (EtOH,
frequently used for ESI-MS), was employed instead of
solvent mixtures, to simplify the system. In addition to
Nile red, another dye, DCM, was used to confirm the
changes in solvent polarity. In Zhou and Cook’s work,
only the peak emission wavelength was measured,
whereas in our work, the quantum yield was also
evaluated to gauge the solvent polarity at different
locations in the ESI plume, which was done with the aid
of a reference dye. Other factors that could influence the
fluorescence emission in the plume, temperature, and
concentration, as well as partitioning effects, are ad-
dressed. Finally, the solvent polarity in the ESI plume
was quantitatively analyzed using the Lippert-Mataga
polarity parameter [34, 35], instead of Kosower’s index
[36], an empirical parameter used in [33], because the
latter cannot be used to estimate the polarity of an
unknown solvent composition without using a stan-
dard dye (1-ethyl-4-carbomethoxypyridinium iodide).
Water entrainment from the surrounding air and sol-
vent evaporation were found to be the most likely
causes for the solvent polarity change.
Experimental
The ESI source and the LIF optical system are shown in
Figure 1. The ESI source consists of a capillary
(1715RNR; Hamilton, Bonaduz, Switzerland), a counter
electrode and a high voltage supply (HCN140-12,500;
FuG Elektronik, Rosenheim, Germany). The capillary is
made of stainless steel. The length, i.d., and o.d. of the
needle are 50 mm, 150 m, and 720 m, respectively.
The diameter of the counter-electrode plate is 10 cm.Figure 1. Set-up of the LIFThe spray capillary, together with the counter electrode,
is attached to a xyz stage to move the ESI assembly
precisely with respect to the focus of the LIF optics. The
sample was delivered by a 500 L syringe (1750 RNR,
Hamilton) and a syringe pump (NE-1000; New Era
Pump Systems, Wantagh, NY, USA). Different param-
eters of the ESI source were tested and it was found that
it would operate stably in the stable cone-jet mode for a
long time with a 20 mm capillary-plate distance, a
supply voltage of 3.50 kV, and a flow rate of 5 L/min.
We used these conditions in all the electrospray mea-
surements. The current of the spray was monitored by
measuring the voltage drop across the input resistance
(1 M) of the oscilloscope (9350A; LeCroy, Chestnut
Ridge, NY, USA) to ascertain the stability of the elec-
trospray. It fluctuated by around 8% in the stable
cone-jet mode, while fluctuations were around 20% in
the pulsating Taylor-cone mode.
In the LIF optical system, the excitation laser (Nd:
YAG, 532 nm, 40 mW) is first expanded and collimated.
Then the light is reflected by a dichroic mirror (Z532
RDC; AHF Analysentechnik, Tübingen, Germany) and
focused by an achromatic doublet (f  45 mm, AC254-
050-A1-ML; Thorlabs, Newton, NJ, USA). The esti-
mated beam waist of the focus spot is 10 m smaller
than that in previous work (1.3 mm) in [33], and the
estimated interrogation volume is only3 105 mm3.
After that, the fluorescent signal is collected by the same
achromatic doublet and focused onto the core of a
multimode optical fiber (M25L05; Thorlabs), which
guides the light into the spectrograph (Shamrock
SR-163i; Andor Technology, Belfast, Ireland). Finally,
the spectra are recorded by a Peltier-cooled charge-
coupled device (CCD) camera (iDus DV420A-OE;
Andor Technology).
Nile red, DCM, and rhodamine 6G (R6G) were
obtained from Acros Organics (Geel, Belgium), with ameasurement system.
380 WANG AND ZENOBI J Am Soc Mass Spectrom 2010, 21, 378–385purity higher than 99%. The peak wavelength of Nile
red shows a red shift, and its quantum yield decreases
when the solvent polarity increases because of a twisted
intramolecular charge-transfer (TICT) excited-state [37].
For comparison, another polarity-sensitive dye, DCM,
was used. It also exhibits a red shift of its peak wave-
length with increasing polarity of the solvent, but its
quantum yield changes in the opposite direction com-
pared with that of Nile red [38]. To account for dilution
effects, the quantum yield measurements of both Nile
red and DCM were referenced against R6G, which
shows no change in quantum yield in EtOH [39],
according to the following equation [40]:
R
Int
IntR
AR
A
n2
nR
2 (1)
where  is the quantum yield of the sample, Int is the
fluorescence intensity of the sample, A is absorbance at
the excitation wavelength, and n is the refractive index
of solvent. The subscript R denotes the respective
values of the reference substance. For the same solvent,
n should be equal to nR. The quantum yield and peak
wavelength of the R6G reference are neither influenced
by aggregation in EtOH [39] nor by solvent polarity
changes [41, 42]. Furthermore, the absorption spectra of
dyes are generally much less sensitive to the solvent
polarity than their emission spectra [43]. Therefore, the
quantum yield of R6G, R, and the ratio of AR/A can be
regarded as constants in the electrospray plume. The
quantum yield  is thus proportional to the intensity
ratio, Int/IntR, in eq 1. In the experiments, the intensity
ratio was used as a measure to follow the quantum
yields of Nile red and DCM change in the plume. The
concentrations of Nile red and DCM in the solution
used for the in-plume LIF studies are 15 M. The
fluorescence intensity ratio of these two dyes to R6G is
close to 1 in the bulk solution.
The solvents used were EtOH, water (analytical
grade, 99.9%) from Merck (Darmstadt, Germany) and
acetonitrile (ACN, HPLC grade, 99.9%) from Sigma-
Aldrich (Steinheim, Germany). The water content in
EtOH was measured by a Karl-Fischer Titrator (DL 38;
Mettler-Toledo, Columbus, OH, USA).
All the fluorescence spectra of the bulk solutions
were measured in a thin glass capillary (0.3 mm diam-
eter) to avoid self-absorption in solution, by the same
LIF set-up, using an excitation wavelength of 532 nm.
The fluorescence spectra of the three dyes in bulk
solution are shown in Figure 2. The peak emission
wavelengths (max,bulk) of Nile red, DCM, R6G in EtOH
are 639.5 nm, 626.0 nm, 561.6 nm, respectively, and that
of Nile red in a mixture of 96% water and 4% EtOH is
667.2 nm, at a concentration of 15 M. During the ESI
plume experiments, the fluorescence spectra were
mapped along the spray axis and in the radial direction
(5 mm away from the ESI emitter) of the plume. A
home-made program was used to separate the peaks,extract the peak wavelengths, and evaluate the peak
intensities of individual dyes.
Results and Discussion
Spatially Resolved LIF in the ESI Plume
Fluorescence measurements in the ESI plume were
performed with different dye solutions (Nile red, DCM,
and their mixtures with R6G), as shown in Figure 3. The
peak emission wavelengths (max) of Nile red and DCM
in the plume are red shifted by 8–12 nm when moving
away from the emitter on the spray axis by 15 mm
(Figure 3a). In contrast, R6G does not show any wave-
length shift. The trends and values of the peak wave-
length shifts (max  maxmax,bulk) of Nile red and
DCM are very similar no matter whether a single-dye or
a two-dye solution was used. This means that R6G does
not influence the fluorescence behavior of the other two
dyes. The intensity ratios of Nile red and DCM to R6G
in the spray direction are plotted in Figure 3b. The value
of the intensity ratio of Nile red/R6G system decreased
by more than 50%, while that of DCM/R6G increased
by 20% when the interrogation zone was moved by 15
mm away from the emitter. The quantum yields of Nile
red and DCM are proportional to the intensity ratio
according to eq 1. Thus, clearly the quantum yield of
Nile red decreases in the spray direction, while that of
DCM increases.
The fluorescence behavior of these two dyes as a
function of the radial position in the plume was also
studied at a distance of 5 mm from the ESI spray tip.
max and intensity ratio changes in the two-dye system
are depicted in Figure 3c and d. The changes in max for
Nile red and DCM systems are very similar: it is small,
2–4 nm, at the center of the plume (5 mm from the spray
tip) and increases with distance from the center in radial
direction. Moreover, the intensity ratio of Nile red to
Figure 2. Fluorescence spectra of Nile red, DCM, R6G in EtOH,
and Nile red in a solvent mixture of 96% water and 4% EtOH, with
15 M concentration.R6G decreases, while that of DCM to R6G increases
ax,bulk
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further away from the emitter, where smaller droplets
prevail, the peak wavelengths of both two dyes have
shifted significantly, and the quantum yield of Nile red
decreased, while that of DCM increased. These obser-
vations imply that the solvent polarity increases signif-
icantly as the droplet diameters in the plume decrease.
Besides solvent polarity, other possible reasons that
may cause changes in the fluorescence spectra of the
dyes were also considered. Partitioning may cause
smaller droplets at the periphery of the ESI plume to be
enriched or depleted in some of the compounds, which
can influence the measured intensity ratio. During the
shrinking of ESI droplets, the dye concentration will
increase, and the temperature of the droplet will de-
crease because of solvent evaporation. Aggregation
should therefore be considered: some dyes aggregate
when their concentrations increase and exhibit a red-
shift of their fluorescence emissions [44]. Another pos-
sible reason is the temperature. The fluorescence emis-
sion of thermochromic dyes is mainly sensitive to
temperature. To evaluate the impact of the latter two
factors, we measured the fluorescence spectra of Nile
red in a cuvette at different concentrations (0.2–0.69
mM; 0.69 mM is close to the saturation concentration of
Figure 3. (a) max of Nile red, DCM, and R6G
system (solid black dots). (b) The intensity ratio
the axial direction; (c) max of Nile red and DCM
red/R6G and DCM/R6G; (c) and (d) are in the r
peak wavelength of the dyes in bulk solution (m
nm.Nile red in EtOH) and temperatures (12°C to 72°C) inbulk solution (data not shown). Both a theoretical
estimation, done by using the method described by
Kebarle and Tang [18] and experimental results, ob-
tained by phase Doppler anemometry [12] in the ESI
plume indicate that the droplet size shrinks from 6 to
4.6 m when the measuring spot moves on the spray
axis from 3 to 16 mm from the emitter. This means that
the concentration only increases around three times due
to droplet shrinking. Thus, the maximum concentration
used, 0.69 mM, is above that expected in shrinking
droplets for an initial concentration of 0.015 mM.
The temperature dependence shows that the peak
wavelength of Nile red increases by less than 2 nm
when the temperature drops from room temperature to
0 °C. As far as the influence of concentration was
concerned, the peak wavelength of Nile red was found
to shift by less than 1 nm when the concentration
increased 3000 times. Compared with the 8–12 nm peak
wavelength shifts in the electrospray plume, the shifts
caused by the temperature decrease and by possible
aggregation of Nile red are much smaller. Thus, neither
a temperature decrease nor aggregation can explain the
observed changes of the fluorescence emission.
As proposed by Enke [3], partitioning of compounds
can take place in an ESI droplet. After a Coulomb
e single-dye system (open circles) and two-dye
ile red/R6G and DCM/R6G; (a) and (b) are in
e two-dye system; (d) the intensity ratios of Nile
direction, 5 mm away from the ESI emitter. The
): Nile red, 639.5 nm; DCM, 626.0 nm; R6G, 561.6in th
s of N
in th
adialexplosion, off-spring droplets preferentially incorporate
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if partitioning does take place, it can cause the chemical
composition of the off-spring droplets to be different
from that of the parent droplet. For example, Tang and
Smith found that surface active compounds were en-
riched in the smaller droplets in an ESI plume [6]. In our
experiments, the question is whether the intensity ratio
of two dyes in the plume may be affected by partition-
ing effects. However, Nile red and rhodamine 6G have
similar chemical structures, and both of them are not
surface active, neither in EtOH nor in water. Any
partitioning due to surface activity is thus expected to
be very similar, and of minor importance. Even if a
small fraction of the dye molecules reside preferentially
at the droplet surface because they carry some of the
charge, the intensity ratio should not be affected. We are
thus focusing our attention on changes in the solvent
polarity as the most reasonable explanation for the
spectral change in the electrospray plume.
Quantitative Analysis of the Solvent Polarity
Changes in the ESI Plume
To analyze the solvent polarity change in the plume
quantitatively, the Lippert-Mataga polarity parameter
f was used. This parameter can be deduced by the
following equation:
f
	 1
2
 1
	
n2	 1
2n2
 1
(2)
where  is the dielectric constant of the solvent and n is
the refractive index of the solvent. In eq 2, the first term
(  1)/(2  1) represents the low-frequency polariz-
ability of the solvent and the second term (n2  1)/
(2n2  1) represents the high-frequency polarizability of
the solvent. An equation can be used to describe the
energy difference between the ground and excited
states of dyes as a property of f, called the Lippert-
Mataga equation [34, 35],
v vA	 vF
F	A
AF

2
hc
f
(E	G)
2
a3

 constant
(3)
where A and F are the wavelengths of the absorption
and emission maxima of the dye, respectively, h is
Planck’s constant and c is the speed of the light; E and
G are the dipole moments of the excited state and
ground state of the dye; a is the radius of the cavity in
which the dye resides. Since the absorption spectra of
dyes are generally much less sensitive to the solvent
polarity than their emission spectra [43], the value of A
can be considered roughly as the constant, (550 nm in
EtOH [45]) to simplify the estimation of the solvent polarityin the plume. The values of the slope, 2(E G)
2/hca3 and
the intercept were obtained by fitting the spectral
results of Nile red in a series of water/EtOHmixtures of
the bulk solution by eq 3. The dielectric constant MS
and refractive index nMS of a water/EtOH mixture can
be calculated by the following equations [46]:
MS fWW
 fEE (4)
nMS
2  fWnW
2 
 fEnE
2 (5)
where the subscripts W and E represent water and
EtOH, respectively, and f represents their volume frac-
tions. Dielectric constants  and refractive indices n of
pure water and EtOH are 78.3, 24.3, and 1.33, 1.35, at
20 °C respectively [43, 44]. From this, the Lippert-
Mataga parameter f of a water/EtOH mixture can be
obtained from eq 2. The experimental data and the
Lippert-Mataga plot calculated by a linear fit are shown
in Figure 4a. Clearly, the experimental data exhibit a
good linear relationship between f and v (R2 
0.9863). The value of
2E	G2
hca3
is 22.49 and f in the
ESI plume can then be calculated from eq 3 as shown in
Figure 4. (a) Experimental data (v as solid black dots: volume
fraction of water as open circles) and linear-fitting plot (line) of
Nile red in various compositions of water and EtOH mixtures. (b)
The values of f in spray (solid black dots) and radial (open
circles) directions in the electrospray plume.
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spray needle to 0.305 at the periphery of the plume and
to 0.307 at a vertical distance of 15 mm from the ESI
emitter. For pure EtOH and water, the values of f are
0.293 and 0.321, respectively. This means that the sol-
vent polarity in smaller droplets is close to the polarity
of a mixture of 30% water and 70% ethanol (f 0.307),
even though the bulk solvent is ethanol containing less
than 1% water as an impurity.
Mechanism of the Solvent Polarity Change
The above discussion shows that a larger solvent polar-
ity is associated with the shrinking of the electrospray
droplets. The most obvious explanation for this could
simply be solvent evaporation: EtOH evaporates faster
than water because of its higher vapor pressure. This is
also true for only very small amounts of water, because
a mixture of water and ethanol will not form an
azeotrope when the temperature is below 305.7 K [47].
The percentage of water, initially present at trace
amounts, will increase in the droplet when less EtOH
molecules remain, due to the faster evaporation of the
latter, resulting in a solvent polarity increase as the ESI
droplets shrink. Thus the dependence of the peak
wavelength of Nile red in EtOH as a function of initial
water content was measured along the spray axis. A
wide range of water contents between 0.02% and
46.78% was chosen. The results are shown in Figure 5a.
Surprisingly, the shift of EtOH with 46.78% water
content is still close to 7 nm, even a bit higher than for
EtOH with 0.43% water. If solvent evaporation were the
only mechanism responsible for the solvent polarity
change, the shift of Nile red in EtOH with 46.78% water
content would be much less than that of Nile red in
EtOH with 0.43% water content. This indicates that
solvent evaporation cannot be the only mechanism
causing the change in solvent polarity.
For EtOH with a very low water content, water
entrainment from the surrounding air may contribute.
Several studies have already shown this: Innocenzi and
coworkers studied the evaporation of EtOH and water
from droplets by time-resolved infrared spectroscopy
and found that water entrainment from the atmosphere
occurred when the water content in the solution was
less than 1% [48]. Katta and Chait observed water
entrainment into ESI droplets in a study on H/D
exchange [49]. Zhou and Cook sprayed a nonaqueous
acetone/ethylene glycol sample without nebulizing gas
[33]. They also found that the peak wavelength of Nile
red red-shifted beyond the 655 nm expected for pure
ethylene glycol because of water entrainment from the
surrounding air. Thus, the largest shift, which occurs in
EtOH with the smallest water content (0.02%) can be
explained by water entrainment. The shift obviously
decreases when the water content in EtOH increases
(Figure 5a) because the effect of water entrainment
becomes less significant with increasing water contentin the EtOH itself. Thus, both solvent evaporation and
water entrainment are responsible for the changes of
solvent polarity in the plume. For high-purity EtOH,
the effect of water entrainment becomes more signifi-
cant than solvent evaporation. However, neither sol-
vent evaporation nor water entrainment can explain the
exceptionally high shift in EtOH with 46.78% water.
Further study will be needed for understanding this
behavior.
Finally, several experimental parameters that should
affect the change of the solvent polarity in the plume
were studied. The influence of a sheath gas (dry N2)
with various gas pressures was investigated. The peak
wavelength shifts of Nile red along the axis of the
plume are shown in Figure 5b. Water entrainment from
Figure 5. (a) max of Nile red in EtOH with various water
contents (mass percentage). max,bulk of Nile red with different
water contents: 0.02%, 639.5 nm; 0.43%, 638.9 nm; 1.88%, 639.5 nm;
7.04%, 641.8 nm; 19.48%, 645.7 nm; 46.78%, 655.2 nm. (b) max of
Nile red in EtOH with the sheath gas of various gas pressures
along the spray axis.the surrounding air can be suppressed or at least
384 WANG AND ZENOBI J Am Soc Mass Spectrom 2010, 21, 378–385reduced with dry sheath gas surrounding the plume.
Thus the peak wavelength shift of Nile red should be
less compared with a situation without sheath gas. This
is exactly what was observed (Figure 5b). However, the
peak wavelength shift was still more than 2 nm, even at
the highest sheath gas pressure used (5 bar), showing
that an effect other than pick-up of moisture contributes
to the change in solvent polarity. Neither aggregation
nor a temperature decrease during the droplet shrink-
ing process can cause a shift of more than 2 nm. Thus,
preferential evaporation of EtOH is the most reasonable
cause for this residual wavelength shift. Water impuri-
ties in EtOH will, in this case, influence the spectral
behavior of Nile red in the electrospray plume.
Solvent volatility impacts the solvent evaporation
directly, i.e., should affect the solvent polarity change in
the plume. The peak wavelength shift of Nile red in
ACN, another common solvent used in ESI-MS, which
evaporates even faster than EtOH because of its higher
vapor pressure, was investigated along the spray direc-
tion. The results showed that the peak wavelength of
Nile red shifts further in ACN than in EtOH: for
example, at 14 mm from the emitter (on-axis), the  is
12 nm for ACN compared with only around 9 nm for
EtOH, demonstrating that the solvent volatility affects
the change in solvent polarity.
The influence of the high voltage applied to the
capillary was investigated, too. A voltage range from
3.15 to 3.55 kV was chosen because the spray can
maintain a stable mode in this range. The peak wave-
length showed no obvious shift as a function of spray
voltage. Switching the polarity of the voltage did not
affect the shift, either. These results demonstrate that
neither the quantity nor the sign of the charges in the
ESI droplets affect the evolution of the solvent polarity.
The effect of the charge density during droplet shrink-
ing can be addressed using an electrodynamic balance
[50]. Preliminary results showed a minor peak wave-
length shift (2 nm for a size decease of 30 m to 	2
m; data not shown), suggesting that the increase in
charge density in one droplet does not influence the
solvent polarity much. These measurements will be
described fully in a forthcoming publication.
Finally, in ESI-MS measurements, electrolytes are
usually added into the solution to facilitate ionization of
the analytes. Thus, the effect of electrolytes on the
solvent polarity was studied. We investigated the sys-
tem with acetic acid and sodium fluoride. The trends of
the shift in pure EtOH and those in EtOH with both
acetic acid and sodium fluoride are quite close. These
observations suggest that electrolytes do not apprecia-
bly affect the solvent polarity in the electrospray plume.
It can be concluded that the addition of small amounts
of electrolytes neither influences solvent evaporation
nor water entrainment, the two important mechanisms
responsible for the change in solvent polarity in the ESI
plume.Conclusions
In this work, the solvent polarity in the electrospray
plume using solvent EtOH was studied in both the
spray and radial directions. Two solvatochromic dyes,
Nile red and DCM, were used as probes to investigate
the solvent polarity change by an in-situ method, laser-
induced fluorescence spectroscopy. The peak wave-
length of Nile red exhibited an 8–12 nm red shift, and
its quantum yield decreased by more than 50% over a
distance of 15 mm in the axial direction, away from the
emitter. The peak wavelength of DCM also had an 8–12
nm red shift, but its quantum yield increased in the
axial direction. Similar phenomena were observed in
the radial direction of the plume, too. Effects of temper-
ature and concentration were found to be negligible. All
these findings demonstrate that the solvent polarity
directly causes the observed changes of the fluorescence
emission, and the polarity increases when the droplets
become smaller at the periphery of the plume or further
away from the emitter.
The possible mechanisms of the solvent polarity
change were discussed. Both solvent evaporation and
water entrainment from surrounding air were found to
contribute to the polarity change in the plume. When
EtOH with very low water content was employed, the
effect of water entrainment became more significant
than solvent evaporation. The solvent volatility also
had a significant effect on the evolution of the solvent
polarity, but neither the addition of electrolytes to the
solution nor the ESI spray voltage influenced the sol-
vent polarity change.
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